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Early detection of axonal tissue loss in retinal nerve ﬁber layer (RNFL) is critical for effective treatment
and management of diseases such as glaucoma. This study aims to evaluate the capability of ultra-
high-resolution optical coherence tomography with adaptive optics (UHR-AO-OCT) for imaging the RNFL
axonal bundles (RNFBs) with 3  3  3 lm3 resolution in the eye. We used a research-grade UHR-AO-OCT
system to acquire 3  3 volumes in four normal subjects and one subject with an arcuate retinal nerve
ﬁber layer defect (n = 5; 29–62 years). Cross section (B-scans) and en face (C-scan) slices extracted from
the volumes were used to assess visibility and size distribution of individual RNFBs. In one subject, we
reimaged the same RNFBs twice over a 7 month interval and compared bundle width and thickness
between the two imaging sessions. Lastly we compared images of an arcuate RNFL defect acquired with
UHR-AO-OCT and commercial OCT (Heidelberg Spectralis). Individual RNFBs were distinguishable in all
subjects at 3 retinal eccentricity in both cross-sectional and en face views (width: 30–50 lm, thickness:
10–15 lm). At 6 retinal eccentricity, RNFBs were distinguishable in three of the ﬁve subjects in both
views (width: 30–45 lm, thickness: 20–40 lm). Width and thickness RNFB measurements taken
7 months apart were strongly correlated (p < 0.0005). Mean difference and standard deviation of the dif-
ferences between the two measurement sessions were 0.1 ± 4.0 lm (width) and 0.3 ± 1.5 lm (thick-
ness). UHR-AO-OCT outperformed commercial OCT in terms of clarity of the microscopic retina. To our
knowledge, these are the ﬁrst measurements of RNFB cross section reported in the living human eye.
 2011 Elsevier Ltd. All rights reserved.1. Introduction
Early detection of axonal tissue loss is critical for managing dis-
eases that destroy the retinal nerve ﬁber layer (RNFL) such as glau-
coma, a leading cause of blindness throughout the world. Axonal
tissue loss in the RNFL has been reported to be one of the earliest
detectable glaucomatous changes, preceding morphologic changes
in the optic nerve head and visual ﬁeld loss (Alencar et al., 2010;
Sakamoto et al., 2010; Seong et al., 2010; Sommer, Miller, Pollack,
Maumenee, & George, 1977; Sommer et al., 1991). Many imaging
modalities have been used to analyze RNFL loss in glaucomatous
eyes, including: fundus photography (Hoyt, Frisen, & Newman,
1973; Miller & George, 1978; Muramatsu et al., 2010; Quigley
et al., 1993); scanning laser polarimetry (Choplin, Zhou, & Knigh-
ton, 2003; Greenﬁeld, Knighton, & Huang, 2000; Horn et al.,ll rights reserved.
ocaoglu), bcense@cc.utsuno-
nal), wangqi@indiana.edu (Q.
du (W. Gao), dtmiller@india-2009; Medeiros et al., 2009; Monteiro & Moura, 2008; Sehi, Ume,
Greenﬁeld, & Advanced Imaging in Glaucoma Study Group,
2007); scanning laser ophthalmoscopy (Alencar et al., 2010; Bowd
et al., 2006; Caprioli, Park, Ugurlu, & Hoffman, 1998); and optical
coherence tomography (OCT) (Budenz, Chang, Huang, Knighton,
& Tielsch, 2005; Costa-Cunha, Cunha, Malta, & Monteiro, 2009;
Harwerth, Wheat, & Rangaswamy, 2008; Horn et al., 2009; Kim,
Park, Park, & Kim, 2007; Lu et al., 2008; Sakamoto et al., 2010;
Seong et al., 2010). Fundus photography and scanning laser oph-
thalmoscope rely on local variations in fundus brightness (arcuate
defects) to infer RNFL loss. Scanning laser polarimetry and OCT on
the other hand measure local variations in RNFL phase retardation
or thickness to infer RNFL loss, and polarization sensitive OCT mea-
sures both : (Cense, Chen, Park, Pierce, & de Boer, 2004, Gotzinger,
Pircher, & Hitzenberger, 2005, Elmaanaoui et al., 2011). Regardless
of method, however, none have the necessary lateral and axial res-
olution to image the 2D cross section of individual retinal nerve ﬁ-
ber bundles (RNFBs) as they traverse the retinal surface. Such
imaging would be able to assess the thickness and width of indi-
vidual RNFBs, and to differentiate RNFBs from the radial ﬁbers of
Müller cells that separate the bundles. This additional information
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morphological differences in RNFL thickness between normal,
aging, and diseased retinal axonal tissue to morphological differ-
ences in RNFB cross-sectional area and volume.
More recently, images of individual RNFBs have been reported,
acquired with retinal imaging systems equipped with adaptive op-
tics (AO). AO increases imaging resolution and sensitivity, both of
which are advantageous for detecting and differentiating the
tightly packed RNFBs. AO scanning laser ophthalmoscopes (AO-
SLOs) have successfully imaged RNFBs en-face (Burns, Tumbar, Els-
ner, Ferguson, & Hammer, 2007; Romero-Borja, Venkateswaran,
Roorda, & Hebert, 2005; Roorda et al., 2002). AO has also been
incorporated into optical coherence tomography (OCT) (Bigelow
et al., 2007; Cense, Gao, et al., 2009; Cense, Koperda, et al., 2009;
Fernandez et al., 2008; Hermann et al., 2004; Merino, Dainty, Brad-
u, & Podoleanu, 2006; Miller, Qu, Jonnal, & Thorn, 2003; Torti et al.,
2009; Zawadzki, Choi, Jones, Oliver, & Werner, 2007; Zawadzki
et al., 2005, 2008, 2009; Zhang, Rha, Jonnal, & Miller, 2005; Zhang
et al., 2006). The major advantage of OCT is its substantially higher
axial resolution (3–8 lm compared to >60 lm for AO-SLO and AO
ﬂood illumination retina cameras) which, when combined with
AO, permits mapping of RNFBs in all three dimensions.
There have been several observational reports of AO-OCT imag-
ing of individual RNFBs (Cense, Koperda, et al., 2009; Torti et al.,
2009; Zawadzki et al., 2008). The 3D detail of the RNFBs reported
with these instruments is impressive, but they are limited to single
images acquired on single subjects with no measurements of the
RNFB cross section. To establish grounds for a population study
of RNFBs, this paper assesses the ability to image and measure
the dimensions of RNFBs in four clinically normal subjects and
one with an arcuate RNFL defect (n = 5; 29–62 years of age) at
the same retinal eccentricities using the same UHR-AO-OCT instru-
ment. 3  3 volumes were acquired at three principal locations of
the retina (3 nasal and 6 superior and inferior retinal eccentric-
ity). Vertical and en face sections (B-scans and C-scans, respec-
tively) extracted from the volumes were used for several kinds of
analysis: to assess visibility and size distribution of individual
RNFBs (ﬁve subjects); to assess ability to reimage the same RNFBs
and to re-measure their size after 7 months (one subject); and to
compare image quality of UHR-AO-OCT to that of commercial
SD-OCT (one subject).2. Materials and methods
The research-grade UHR-AO-OCT system used for this study is
described in detail elsewhere (Cense, Koperda, et al., 2009; Zhang
et al., 2006). In brief, the system is a ﬁber-based, low-coherence
interferometer that includes a woofer–tweeter AO system and
two spectrally broadband (>100 nm) light sources. The combina-
tion of AO and UHR-OCT achieves a 3D resolution of
3  3  3 lm3 in retinal tissue. The woofer–tweeter AO, located
in the sample arm, corrects monochromatic aberrations across
the eye’s dilated, 6 mm pupil, as well as aberrations generated by
the system. The AO cascades an AOptix deformable mirror (DM)
(37 electrodes; 16 lm stroke available for defocus) for correction
primarily of lower-order aberrations and a Boston MicroMachines
Corporation (BMC) DM (140 actuators; 3.8 lm stroke) for correc-
tion primarily of higher-order aberrations. Wavefront measure-
ments are obtained with a Shack–Hartmann wavefront sensor
(20  20 lenslet array). Correction of chromatic aberrations of the
eye is realized with a customized achromatizing lens (Zawadzki
et al., 2008).
The two light sources are a superluminescent diode (Broad-
Lighter from Superlum Diodes Ltd., Moscow, Russia) with 110 nm
bandwidth, center wavelength 840 nm, and output power12 mW, and a Femtolasers Integral with 135 nm bandwidth, center
wavelength at 800 nm and output power 60 mW. Analysis of the
UHR-AO-OCT system in Cense, Koperda, et al. (2009) demonstrated
approximately 3 lm axial resolution in retinal tissue with both
light sources. A 14 lm, 2048-pixel linescan detector (E2 V, Chelms-
ford, England) in the detection arm captured the spectrum at a rate
of 22.5 K lines/s. For the current study, the OCT control and acqui-
sition software was upgraded to a 64-bit platform and recoded in
C# and C++ for increased volume acquisition and storage, faster
processing, and enhanced user control.
AO operation entailed sequential control of the AOptix and BMC
DMs. Best correction of the AOptix DM was determined ﬁrst, then
the BMCDM. Once a stablemaximumStrehl ratiowas reached (typ-
ically >0.8 as measured by the wavefront sensor), dynamic AO with
the BMC mirror continued at 22.5 Hz, during which OCT images of
the retina were acquired. The large stroke of the AOptix mirror
was also used to position system focus at the RNFL. Coarse adjust-
ment in focus was guided by image quality of the UHR-AO-OCT im-
agedisplayed in real timeon the computermonitor. Fine adjustment
of focus entailed acquiring a series of UHR-AO-OCT images of the
same patch of retina with slightly different focus (typically
±0.05 Diopters) to ensure that clear images of RNFBswere obtained.
This two-step focus procedure (coarse and ﬁne) minimized the im-
pact of focus error on the clarity of individual RNBs, the retinal layer
of interest in this study. To illustrate the importance of proper focus,
Fig. 1 shows twoUHR-AO-OCT B-scans of essentially the same patch
of retina, but with focus shifted by 0.4 D. The left B-scan shows that
placement of focus at the photoreceptor layer is sufﬁcient to prevent
distinguishing individual RNFBs.
Four clinically normal subjects free of ocular disease (S1: 29-
year old female, S2: 30-year old male, S3: 36-year old male, S4:
54-year old male) and one with an arcuate RNFL defect (S5: 62-
year old male) were recruited. The RNFL defect accompanied the
formation of a cotton wool spot of uncertain etiology. The chronol-
ogy of the defect is described in detail by Chui, Thibos, Bradley and
Burns (2009). Sphere and cylinder refractive errors ranged from 1
to 4.5 D and 0 to 1.25 D, respectively. All procedures on the sub-
jects strictly adhered to the tenets of Helsinki declaration and
the Institutional Review Board of Indiana University, and informed
consent was obtained from all subjects. The maximum power
delivered to the eye was 400 lW and 525 lW for Broadlighter
and Integral light sources, respectively. Both power levels were
within the A.N.S.I. standard (A.N.S.I., 2007). Eyes were dilated and
cycloplegia maintained with hourly drops of 0.5% Tropicamide. A
headrest and a bite bar were used to stabilize the subject’s head,
and a self-illuminated visual target provided ﬁxation to the same
eye that was imaged.
We acquired UHR-AO-OCT volumes of 3  3 (900  900 lm)
retinal patches with focus optimized (two-step focus procedure)
for the RNFL. Because of practical constraints on the duration of
the imaging sessions and the large data size of the volumes, we
conﬁned imaging in the normal subjects to three locations: retinal
eccentricities of 6 superior and inferior to the fovea, and 3 nasal
to the fovea. The 6 locations are reasonably representative of
much of the RNFL across the retina, being 50 lm or less in thick-
ness and consisting of a monolayer of RNFBs (Varma, Skaf, & Bar-
ron, 1996). The 3 location complements the 6 location, being
noticeably thinner and containing the papillomacular bundles that
are responsible for central vision. For the subject with the arcuate
RNFL defect (S5), images were acquired that encompassed the
width of the defect including the region 4.5 superior of the fovea,
which is near to the 6 location imaged in the normal eyes.
The 3  3 volumes consisted of 100 (fast) B-scans of 1000 A-
scans each, and were acquired in 4.4 s. A-scan and B-scan spacing
were 0.9 lm and 9 lm, respectively. B-scan spacing was purpose-
fully coarser (10), to enable rapid acquisition of large volumes
Fig. 1. Comparison of UHR-AO-OCT B-scans acquired of the same retinal location with AO focus at the photoreceptor layer (PL) (left) and RNFL (right). The 0.4 D shift in focus
was generated by the AOptix mirror.
Fig. 2. Movie showing a 3  3 UHR-AO-OCT volume acquired at 6 superior to the
fovea in one subject (S1). Focus is at the RNFL. Video 1 highlights the three
dimensional structure of individual RNFBs. The video was generated using the
volume renderer by IDAV.
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scans were oriented vertically on the retina so as to transect the
RNFBs at all locations. This strategy helped preserve cross-sec-
tional information of RNFBs across adjacent B-scans, thus permit-
ting the averaging of successive B-scans to reduce speckle
contrast with minimal loss in RNFB detail. At the 6 locations,
effective averaging required the use of oblique B-scans, realized
by interpolation of the volume in post processing.
Axial eye motion artifacts were removed from the UHR-AO-OCT
volumes using custom software developed in our laboratory (Ima-
geJ plugin). This entailed axially shifting fast B-scans to align the
connecting cilia reﬂection of the photoreceptors. We used an addi-
tional custom plugin to extract B-scans (fast and oblique) and C-
scans of the RNFL, and a volume renderer, developed at the Insti-
tute for Data Analysis and Visualization (IDAV) of the University
of California at Davis, to view volumes (Fuller et al., 2007). A log-
intensity scale was used to display all AO-OCT images and videos.
We also recorded wide-ﬁeld (30  30) SLO images of the same
eyes using Heidelberg Engineering Spectralis (Vista, CA) that con-
ﬁrmed the actual retinal location of the UHR-AO-OCT volumes.
This entailed projecting the UHR-AO-OCT volumes onto the
wide-ﬁeld SLO images and then manually registering (xy) to deter-
mine the location of overlap. The distinct vasculature, evident in
both images, helped facilitate the process. We assessed visibility
of individual RNFBs in the B-scans and C-scans. We also measured
the cross-sectional dimensions (width  thickness) of RNFBs in
averaged B-scans for the ﬁve subjects and three retinal locations
imaged. For each subject and retinal location, approximately 10
bundles were manually selected and measured. Bundles were se-
lected randomly, but needed to be distinguishable from neighbor-
ing bundles to allow measurement. Width and thickness
measurements were made on the widest and thickest part of the
selected bundles, respectively. Measurements in this way were
not affected by differences in the internal appearance of the bun-
dles and insensitive to micro-variations of the bundle contours,
as for example from speckle noise.
For one subject, we repeated imaging of the same RNFB patch
7 months after the ﬁrst imaging session to demonstrate the feasi-
bility of returning to and measuring the same bundles. We as-
sessed the repeatability of width and thickness measurements of
RNFBs between the two sessions. Finally, we compared UHR-AO-
OCT to commercial OCT (Spectralis) images acquired in the same
subject (S5). Comparison was made in terms of visibility of the
microscopic retinal structure and 2D speckle size.3. Results
3.1. RNFB visibility and size distribution in cross section
Fig. 2 shows a representative UHR-AO-OCT volume obtained
at 6 superior in one of the four normal subjects (S1). The upper-
most retinal surface in the corresponding video – which we
interpret to be the inner limiting membrane (ILM) – was re-
moved in postprocessing to reveal the corrugated pattern of
the underlying RNFL, composed of brightly reﬂecting bands sep-
arated by thin, dark gaps. The video (Video 1) that accompanies
the ﬁgure examines the bands – which we interpret here to be
individual axonal RNFBs – from several points of view, realized
by rotating and sectioning the volume in several steps to show
top, bottom, and cross-sectional views of the bundles. The retinal
location of the volume was conﬁrmed by projecting it onto the
wide-ﬁeld SLO image, acquired on the same subject. For another
subject (S4), Fig. 3A shows the locations of the UHR-AO-OCT
Fig. 3. (A) Projections of the UHR-AO-OCT volumes onto the wide-ﬁeld SLO image of subject S4. Alignment of the projections to the SLO image conﬁrms the 3 (nasal) and 6
(superior and inferior) retinal locations from the fovea. (B) Averaged C-scan through the RNFL reveals individual RNFBs that traverse from the optic disc to fovea (right to left).
Note that to fully capture the RNFBs over the 3 ﬁeld, C-scans were averaged over a 30 lm thick section that was slightly tilted (in post processing) to coarsely approximate
the retinal curvature. (C) Average of two successive B-scans taken from the 3 en-face image (white lines) reduces speckle contrast and improves bundle clarity. Note that left
edge of the B-scan corresponds to bottom edge of en-face image. Video 2 highlights the 3D appearance of the isolated RNFL. Video 3 shows a cross-sectional ﬂy through of the
entire UHR-AO-OCT volume.
Fig. 4. Average width and thickness of RNFBs measured at 3 nasal (N) and 6
superior (S) and inferior (I) retinal eccentricities for ﬁve subjects. Error bars
represent the distribution of RNFB sizes measured at each retinal eccentricity,
deﬁned as the standard deviation of 10 separate RNFBs at that location. For
reference, the dashed line denotes a perfectly circular bundle (width = thickness).
S5 is the subject with arcuate RNFL defect.
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agreement was found between expected and conﬁrmed locations
of the volumes.
Fig. 3B and C shows enlarged en-face and cross-sectional views
of the volume at 3 nasal, again on subject S4. The en-face view
consists of an averaged C-scan slice through just the RNFL. Individ-
ual bundles are clearly distinguishable in the slice, traversing the
image from optic disc to fovea (right to left). The bundles reﬂect
noticeably more light than the surrounding tissue, a factor of
approximately two times more. As they approach the fovea, the
RNFBs thin (both in width and depth) and separate. These features
are more readily apparent in the accompanying videos (Videos 2
and 3), which capture the entire breadth of the RNFBs as they fol-
low the topography of the retina near the foveal pit. Over much of
the volume, the RNFBs share the same orientation, and this enables
averaging of adjacent B-scans (which are orthogonal to the bundle
direction) to reduce speckle noise without sacriﬁcing spatial infor-
mation of the RNFB cross section (width and thickness). An exam-
ple is given in Fig. 3C that shows an average of two successive
B-scans, denoted by the parallel white lines in the center of the
en-face image.
Next we measured the cross-sectional dimensions of individual
RNFBs. Fig. 4 plots the measurements (width and thickness) for the
two retinal eccentricities (3 and 6) and ﬁve subjects, including
the subject with the arcuate defect. Note that for 6, measurements
were obtained only for three subjects. Individual RNFBs could notbe distinguished for the other two owing to the bundles’ tighter
packing and correspondingly narrower gaps.
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UHR-AO-OCT volumes were acquired in separate imaging ses-
sions administered 7 months apart on subject S1. Volumes were
acquired at 6 superior to the fovea. Fig. 5A shows the registra-
tion of the UHR-AO-OCT projections to each other and to the
wide-ﬁeld SLO image. As evident in Fig. 5B1 and B2, the projec-
tions overlap substantially with a lateral displacement less than
100 lm. Because the striate pattern of the RNFBs is not perpen-
dicular to the fast B-scan direction (which is vertical in the C-
scans), direct averaging of successive B-scans to enhance bundle
clarity yielded unacceptable blur. To circumvent this problem,
we manually chose an orientation perpendicular to the bundles
and interpolated oblique B-scans in that orientation, as indicated
in Fig. 5 by the solid and dashed lines superimposed on the C-
scans. Fig. 5C1 and C2 shows the corresponding interpolated ob-
lique B-scans. Width and thickness dimensions of the RNFBs in
the ﬁgure correspond approximately to the 6 data of subject
S1 in Fig. 4.Fig. 5. UHR-AO-OCT images acquired 7 months apart on the same subject (S1) (A) Wide-
averaged through the RNFL reveal the diagonal striation pattern of RNFBs and the presen
Integral light source), dashed lines the second (acquired with Broadlighter light source)
Fig. 6. Bland–Altman plots showing difference against mean for width (left) and thickne
lines indicate the mean difference and 95% conﬁdence intervals (±2 standard deviationsFor unknown reasons, clarity of individual bundles was reduced
in the second session, yet still sufﬁcient to reveal similar bundle
features and shapes found in the ﬁrst B-scan (compare Fig. 5C1
and C2). To quantify the extent of these similarities and to deter-
mine potential sources of error that may limit such comparisons
(e.g., differences in image magniﬁcation, resolution, and dynamic
range), width and thickness measurements were made on bundles
identiﬁed in both imaging sessions. Measurements (n = 10) were
plotted against each other (session 1 versus session 2), and a least
squares regression ﬁt showed a high correlation for both
width (y = 0.650 + 1.022x, R2 = 0.874, p < 0.0005) and thickness
(y = 0.934 + 1.020x, R2 = 0.768, p < 0.0005) measurements. To test
for agreement, absolute differences between repeat measurements
on the same bundles were plotted against their mean following the
Bland–Altman method (Altman and Bland, 1983). Fig. 6 shows the
resulting comparison with measurements of width on the left and
thickness on the right. The absolute difference mean and standard
deviation were 0.1 lm and 4.0 lm, respectively for bundle width,
and 0.3 lm and 1.5 lm for bundle thickness.ﬁeld SLO image facilitated registration of the projected C-scans. (B1 and B2) C-scans
ce of retinal vasculature. Solid lines denote the ﬁrst imaging session (acquired with
. (C1 and C2) Averaged (2), oblique B-scans of the same retinal location.
ss (right) measurements of the two imaging sessions, S1 and S2. Dashed and dotted
of the mean differences), respectively.
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SD-OCT
The arcuate RNFL defect of subject S5 appears as a slightly dark-
ened strip (250 lm wide) on the wide-ﬁeld SLO image, sugges-
tive of RNFL thinning. Arrows in Fig. 7A mark the location of the
defect, which begins near the optic disc and extends into the supe-
rior retina. To assess the ability of UHR-AO-OCT to image this de-
fect, 3  3 volumes were acquired at several locations along the
defect as shown in Fig. 7A. Fig. 7B shows a C-scan projection of
one such volume that encompasses the width of the defect at about
4.5 superior of the fovea. The darkened strip visible in the C-scan
is consistent with that in the SLO image in terms of location and
size. In Fig. 7C, oblique B-scans perpendicular to the RNFB direction
(white lines in Fig. 7B) conﬁrm substantial loss of the RNFL in the
defect area along with a possible thickening of the underlying out-
er neural layers. In Fig. 7C, thickness of the RNFL is reduced from
40 lm (adjacent to the defect) to 10 lm (within the defect). Indi-Fig. 7. UHR-AO-OCT images of the arcuate RNFL defect in subject #5. (A) UHR-AO-OCT vo
(B) Enlarged view of a C-scan averaged through the RNFL. (C) B-scan obtained by averagin
direction.vidual RNFBs could not be distinguished in the defect even though
the RNFL was exceedingly thin there and perpendicular to the ob-
lique B-scans. RNFBs were also not distinguishable in the neighbor-
ing regions.
Spectralis OCT B-scans were also collected of the arcuate RNFL
defect, an example of which is shown in Fig. 8A. Fig. 8B shows a
corresponding UHR-AO-OCT B-scan of essentially the same patch
of retina. Unlike the oblique B-scan in Fig. 7, which required inter-
polating between fast B-scans spaced 9 lm apart, Fig. 8B is an
average of 7 fast B-scans (vertical with 0.9 lm spacing). The aver-
aging is consistent with the default averaging mode of the Spec-
tralis system, for a fairer comparison. To assess differences in
speckle size (axial and lateral) between the Spectralis and UHR-
AO-OCT images, an autocorrelation was computed for the small
areas enclosed by the boxes of Fig. 8A and B. These regions were
chosen for their uniform homogeneity, lacking apparent structures
with sharp edges such as vessels and boundaries between neural
layers, which can inﬂuence the correlation. Results of thelumes are laterally registered to the wide-ﬁeld SLO image using projection C-scans.
g two successive oblique B-scans that are approximately perpendicular to the RNFB
Fig. 8. Comparison of fast B-scans acquired of the same patch of retina with the (A) Heidelberg Spectralis and (B) UHR-AO-OCT instrument. B-scans were obtained on subject
S5 at 4.5 superior to the fovea, a section that crossed the arcuate RNFL defect. Arrow points to a retinal capillary that becomes more evident compared to (A). (C and E) show
the autocorrelation (gray scale map) for the region inside the superimposed box in (A and B), respectively. Surface plots of the autocorrelation maps are shown in (D) and (F).
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(UHR-AO-OCT), both depicted on a linear intensity scale. The full
width at half maximum (FWHM) of the autocorrelation peak,
which corresponds to the average speckle size, was measured to
be 7.32 lm  11.42 lm (axial  lateral) and 2.85 lm  3.03 lm
for the Spectralis and UHR-AO-OCT, respectively.
4. Discussion
In this study we investigated the capability of UHR-AO-OCT to
image individual RNFBs as captured in 3  3 volume datasets
on ﬁve subjects. Most volumes were acquired at retinal eccentric-
ities of 3 nasal and 6 superior and inferior. Cross-sectional (B-
scans) and en face (C-scan) views extracted from the volumes were
used to assess visibility and size of individual RNFBs; to assess abil-
ity to reimage the same RNFBs and to re-measure their size after
7 months; and to compare image quality of UHR-AO-OCT to that
of commercial SD-OCT.
4.1. RNFB visibility and size distribution in cross section
Clarity of individual bundles in both B-scan and C-scan views
varied with subject and retinal location. These subject- and
eccentricity-dependencies are not evident in the existing pub-
lished AO-OCT studies of RNFBs. The overriding determinant of
bundle clarity was size of the gap between adjacent bundles
rather than the size of the bundles themselves. Spacing between
adjacent bundles was on the order of a few microns compared to
the size of bundles, which was on the order of tens of microns.
The former is comparable to the resolution of the UHR-AO-OCT
system (3  3  3 lm3). Gap size at 3 retinal eccentricity was
found consistently larger than that at 6 enabling bundles to be
more readily identiﬁed. RNFBs were distinguishable in all ﬁve
subjects at 3 compared to three at 6. Critical for identifying
bundles is bundle contrast. The reﬂectance of RNFB tissue was
found to be approximately two times brighter (3 dB) than that
of the Müller cells that surround the bundles (gaps), regardlessof the the 3 and 6 locations imaged. This difference provided
sufﬁcient contrast to easily distinguish bundle from gap when
resolution allowed. It is worth noting, however, that reﬂectance
of nerve ﬁber bundles is well known to be directional (Knighton
& Huang, 1999; Knighton & Qian, 2000) and therefore its differ-
ence with the Müller cells may vary – perhaps signiﬁcantly –
with bundle orientation and illumination angle. This effect was
not investigated.
While our study targeted the 3 and 6 retinal eccentricity loca-
tions, volumes were also collected close to the optic disc (within
1.7 mm superior and temporal of the optic disc center) on one of
the subjects. A representative example is shown in Video 4. Close
to the optic nerve head, the RNFL is known to become increasingly
thick (e.g., 115 lm in Video 4) with bundles larger in size and more
irregular in shape, and intermixed with large vessels. We were un-
able conﬁdently to distinguish individual bundles at these thicker
locations owing to the increased complexity of the RNFL. To distin-
guish bundles here may require additional or more clever methods
of averaging of B-scans to enhance structure contrast (increase sig-
nal to noise; reduce speckle noise) and/or augmentation of inten-
sity-based imaging with other forms of OCT imaging (Doppler
OCT; Izatt, Kulkarni, Yazdanfar, Barton, & Welch, 2007; Wang,
Bower, Izatt, Tan, & Huang, 2007 ; Leitgeb et al., 2003; Makita,
Hong, Yamanari, Yatagai, & Yasuno, 2006) to help distinguish bun-
dle from vessel.
We quantiﬁed the cross-sectional dimensions (width  thick-
ness) of the RNFBs at 3 and 6 retinal eccentricity, the results of
which are plotted in Fig. 4. The ﬁgure shows that regardless of sub-
ject and retinal eccentricity examined, bundles are almost always
wider than they are thick. However, bundles at 3 demonstrate a
larger aspect ratio (width to thickness) than those at 6 with aver-
age width and thickness ranging from 30 to 50 lm and 10 to
15 lm, respectively, across the ﬁve subjects examined. Bundles
at 6 are of comparable width to the 3 bundles, but roughly two
times thicker. The average width and thickness ranges from 30 to
45 lm and 20 to 40 lm, respectively, for the three subjects in
which bundles could be identiﬁed.
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width and thickness at these two retinal eccentricities for each
subject. The plot reveals a noticeably larger distribution in bundle
width compared to bundle thickness. Speciﬁcally, the average stan-
dard deviation (error bar) of the bundle width for the eight data
points in the ﬁgure is 11.5 lm, compared to 3.3 lm for the bundle
thickness, a distribution difference of 3.5 times. Note that these rel-
atively large variations in RNFB size even at the same retinal patch
are not due to measurement error (which is tested in Fig. 6 and dis-
cussed below), but rather reﬂect differences in the anatomical
structure of individual bundles. We found these bundle differences
easy to detect with AO-OCT and facilitated identiﬁcation of the
same bundle for repeated measurements. Because of this, such dif-
ferences may actually improve our ability to detect subtle bundle
changes caused by retinal diseases as for example glaucoma.
The small number of subjects in this study precludes testing for
subject differences. Nevertheless it is interesting to note that the
smallest average RNFB widths (see Fig. 4) occurred in the two old-
est subjects at 3 (S4 and S5) and the oldest subject at 6. Not all
subjects ﬁt this trend, however, as for example the next older sub-
ject (S4) at 6 had the largest average width. Such width measure-
ments may be helpful for understanding the effects of normal
aging and glaucomatous neuropathy on axonal loss. For example,
it is well established that axonal loss thins the RNFL, a process that
can be measured with clinical OCT. However, the measured rate of
thinning (0.2%/year) is noticeably less than age-related loss of
retinal ganglion cells (0.6%/year) measured with perimetry. A
leading hypothesis that attempts to reconcile this difference is that
axonal loss triggers a remodeling of the RNFL that increases its
non-neuronal content (Harwerth & Wheat, 2008; Harwerth et al.,
2008). This increase partially offsets the axonal loss. While indirect
evidence of this increase has been reported, the UHR-AO-OCT
method presented here represents an alternative approach that
in principle can directly separate the neuronal and non-neuronal
contributions of the RNFL, at least in terms of the total cross sec-
tional area of axonal bundles and that of the gaps between them.
4.2. Reimaging RNFBs after 7 month interval
We imaged twice the same RNFB patch at 6 retinal eccentricity
in one subject with imaging sessions separated by 7 months. We
found that the same RNFBs and effectively the same cross section
of the bundles could be readily located (Fig. 5) and measured
(Fig. 6). Strong correlation was found for repeated measurements
of width (R2 = 0.874) and thickness (R2 = 0.768) with both being
statistically signiﬁcant (p < 0.0005). Repeatability of width and
thickness demonstrated a regression slope showing only 2.0%
and 2.2% deviations respectively (proportional systematic error)
from the ideal Y = X lines. The Bland–Altman plot in Fig. 6 depicts
a test for measurement agreement. The absolute difference mean
and standard deviation were 0.1 lm and 4.0 lm, respectively
for bundle width, and 0.3 lm and 1.5 lm for bundle thickness.
The small mean differences are a fraction of a micron (0.1 lm
and 0.3 lm) and suggest system-related errors (biases), such as
slight differences in lateral magniﬁcation or resolution, are negligi-
ble. It also includes errors associated with system axial magniﬁca-
tion, axial resolution, and dispersion compensation that would
affect thickness measurements.
As shown in the plot, all difference measurements fall within
the 95% conﬁdence limits (±2 standard deviations) that correspond
to ±8.0 lm (width) and ±3.0 lm (thickness). While the thickness
measurements demonstrate approximately 2.5 times better agree-
ment than the width measurements, much of the width disagree-
ment occurs for the narrower RNFBs. For example the 95%
conﬁdence limit for the narrower half (<33.5 lm) is ±10.7 lm com-
pared to ±4.9 lm for the wider half (>33.5 lm). It is unclear whynarrower RNFBs were more difﬁcult to repeatedly measure. Blur
caused by the optical resolution of the UHR-AO-OCT may be the
root of this difference, albeit unlikely. The optical resolution was
essentially the same in all dimensions (3  3  3 lm3), which leads
to a homogeneous blur, and noticeably less than the measured
±8.0 lm (width) conﬁdence limit. Furthermore, the optical perfor-
mance of the UHR-AO-OCT system as reported by the SHWS was
stable during the volume acquisitions, indicating that the same
amount of blur was applied to the RNFBs regardless of their loca-
tion in the 3 ﬁeld.
Another possible cause is eye motion artifacts, which can affect
width measurements more than thickness measurements. Width
measurements rely on volume pixels acquired as much as 40 ms
apart (extracted from different B-scans), whereas thickness mea-
surements rely on volume pixels of the same A-scan, and thus ac-
quired simultaneously. The much longer time interval needed for
the width measurements exposes them to increased motion arti-
facts. The same line of reasoning, however, also means that larger
RNFBs should be more prone to measurement error than smaller
ones as the former requires more B-scans to sample the bundle
cross section. However, Fig. 6 shows the opposite trend (agreement
increases with RNFB size), thus providing strong evidence that eye
motion likely plays a minor role.
Perhaps the most likely cause of reduced agreement for nar-
rower RNFBs is the uneven sampling of the volume images at
0.9  9  1 lm3, which corresponds to 0.9 lm A-scan spacing,
9 lm B-scan spacing, and 1 lm depth spacing. While all thickness
measurements were based on 1 lm depth sampling, width mea-
surements required interpolation of the RNFBs between the ﬁnely
spaced (0.9 lm) A-scans and coarsely spaced (9 lm) B-scans. Inter-
polation was necessitated by the oblique orientation of the RNFBs
relative to the fast B-scans (see Fig. 5). While not obvious from the
cross sections, faithful reconstruction of the narrow RNFBs may
have been more sensitive to this non-linear operation than that
of the wider ones and furthermore more sensitive to the actual
sample locations, which would have been different for the two
imaging sessions. Of course sampling the retina ten times ﬁner
with B-scans (0.9 lm instead of 9 lm) would directly test this
hypothesis; this, however, would increase acquisition time by a
factor of 10 as well, from 4.4 s to 44 s, which is not practical. This
time difference could be partially offset by use of a higher speed
linescan camera in the detection channel of the UHR-AO-OCT for
increased image acquisition. Such high speed acquisition has al-
ready been demonstrated for imaging and tracking individual cone
photoreceptors (Kocaoglu et al., 2011). This remains future work.
While technical issues remain as how best to optimize the
repeatability of the width measurements and to a lesser extent
the thickness measurements, the results demonstrate successful
use of UHR-AO-OCT to locate the same bundles and to measure
bundle cross section. The 7 month interval between imaging ses-
sions approaches the annual time frame used to monitor glaucoma
progression in patients. The comparable time interval provides
encouragement that such an instrument could be used in longitu-
dinal studies of this disease.
4.3. Comparison of UHR-AO-OCT with commercial SD-OCT
We previously quantiﬁed the beneﬁt of adding AO to a re-
search-grade high-resolution SD-OCT instrument in terms of sig-
nal-to-noise, lateral resolution, and speckle size (Cense, Gao,
et al., 2009). Signiﬁcant improvement in all three areas was ob-
served and attributable to the use of a larger pupil (6 mm com-
pared to 1.2 mm) afforded by AO. Here we considered a similar
comparison, this time between UHR-AO-OCT (representing an im-
proved version of the system in Cense, Gao, et al., 2009) and state-
of-the-art commercial SD-OCT (Spectralis). Both instruments ac-
O.P. Kocaoglu et al. / Vision Research 51 (2011) 1835–1844 1843quired B-scans of essentially the same patch of retina (see Fig. 8).
As clear from the ﬁgure, the most striking beneﬁt of UHR-AO-
OCT comes from the much smaller speckle size, measured at
2.9 lm  3.0 lm (axial  lateral) compared to 7.3 lm  11.4 lm
for the Spectralis. Based on these numbers, the speckle area of
the UHR-AO-OCT is substantially smaller (9.6 times smaller) than
that of the Spectralis, and not surprisingly makes a striking
improvement in visual clarity of the microscopic retina. Note that
this smaller speckle size is not conﬁned to the depth of focus (as is
lateral resolution), which was placed in this example in the RNFL,
but instead extends over the entire depth of the retina. As evident
in Fig 8A and B, boundaries between the neural interfaces are shar-
per in the UHR-AO-OCT B-scan compared to the Spectralis, the side
walls (inner and outer) of the major blood vessel become visible,
retinal capillaries are more evident (see the arrow), and the outer
retinal layers (in particular the PL and RPE) are better deﬁned. In
general, UHR-AO-OCT provides superior visibility of the micro-
scopic retina compared to the Spectralis SD-OCT.
5. Conclusion
Results of this paper demonstrate that UHR-AO-OCT is readily
capable of measuring the cross sectional proﬁle of individual bun-
dles, even at locations where they are increasingly thin (<15 lm)
and packed closely together. We know of no other imaging modal-
ity capable of imaging RNFBs at this level. Furthermore, UHR-AO-
OCT permits repeated measurements of the same individual RNFBs
for imaging sessions separated by months. While the UHR-AO-OCT
results presented here are encouraging, quality of the RNFB images
will inevitably improve with further advances in the underlying AO
and OCT technologies. For example, the recent availability of ultra-
high-speed line-scan cameras opens the possibility to substantially
reduce eye-motion artifacts and increase sampling density of the
retina. Both will increase our ability to individuate RNFBs and
our precision to measure their areal cross section and volume.
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